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Level of Harm - Minimal harm 
or potential for actual harm

Residents Affected - Some

Provide basic life support, including CPR, prior to the arrival of emergency medical personnel , subject to 
physician orders and the resident’s advance directives.

**NOTE- TERMS IN BRACKETS HAVE BEEN EDITED TO PROTECT CONFIDENTIALITY** 39967

Based on observation, staff interview, and record review, the facility failed to ensure the facility's East Unit 
crash cart included an assembled suction machine with canister, and a backboard. This affected 49 
residents (#26, #27, #28, #29, #30, #31, #32, #33, #34, #35, #36, #37, #38, #39, #40, #41, #42, #43, #44, 
#45, #46, #47, #48, #49, #50, #51, #52, #53, #54, #55, #56, #57, #58, #59, #60, #61, #62, #63, #64, #65, 
#66, #67, #68, #69, #70, #71, #72, #73 and #74) who resided on the East Unit out of the 112 residents at the 
facility. The facility census was 112. 

Finding include:

Observation of the East Unit crash cart on [DATE] at 7:45 A.M. with Registered Nurse (RN) #56, revealed 
there was a suction machine sitting on top of the crash cart; however, there was no suction collection 
canister in place or located in the crash cart. There was also no backboard on the crash cart. Review of the 
Emergency Crash Cart Checklist for [DATE] at the same time, revealed all dates were blank, indicating the 
crash cart had not been checked. There was no Emergency Crash Cart Checklist for [DATE], [DATE] and 
the last time the East Emergency Crash Cart Checklist was documented as being checked was [DATE]. 

Interview with RN #56 on [DATE] at 7:45 A.M., verified the suction machine on the East unit crash cart did 
not have a collection canister. RN #56 stated the collection canister for the suction machine was in the 
medication room. RN #56 also verified the East unit crash cart did not have a backboard and verified [DATE] 
was the time the crash cart was documented as being checked. 

Interview with the Director of Nursing (DON) on [DATE] at 11:25 A.M. revealed the DON was called by an 
agency nurse on [DATE] and informed that the backboard was missing from the East crash cart and the 
crash cart needed to be restocked. 

Review of the facility's census dated [DATE] revealed Resident #26, #27, #28, #29, #30, #31, #32, #33, #34, 
#35, #36, #37, #38, #39, #40, #41, #42, #43, #44, #45, #46, #47, #48, #49, #50, #51, #52, #53, #54, #55, 
#56, #57, #58, #59, #60, #61, #62, #63, #64, #65, #66, #67, #68, #69, #70, #71, #72, #73 and #74 resided 
on the East unit. 

Review of the facility's emergency procedure cardiopulmonary resuscitation (CPR) policy dated February 
2018 revealed the facility will maintain equipment and supplies necessary for CPR in the facility at all times. 
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